Preparation Summary: STEM

Primary Steps

1. Femoral Canal Opening
2. Sequential Broaching
3. Femoral Stem Insertion
Preparation Summary: CUP

Same Universal Preparation

25mm Starter Followed by 26mm Finishing Reamer

Primary Steps

1. Neck Resection

2. Reamer Alignment

3. Reamer-Cup Relationship

4. Alignment with Positioning Board / Reamer & Cup Insertion

- OR -